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5 March 1964 


25X1 A 


Itek Corporation 
10 McQulre Road 
Lexington, Massachusetts 

25X1 A 

Dear 


An Inventory of all accountable items for the Image Enhancement 
Viewer has been completed. Certain items, which are listed below, 
are not present and prevent our making the instrument operational. 
These items are as follows; 


1. The ground glass viewing screen for the viewing unit. 

2, 35mm camera shutter release cable. 

Pilar micrometer eyepiece. 

21X 


3. 

4. 

5* 


6X - 


6. 2X - 


objective. 

abjective. 

objective. 


7. 1*5X eyepiece (fear variable power). 

8 . 1*7 • 5X eyepiece . 

9. Special test object, consisting of transparency of measuring 
scale j used primarily for accurate measurement of system magnifi- 
cation (the mantis 1 refers to this specifically in 3*5*2. 2 and in 
the Tth sentence of 3.5.2.10.)* 
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One each of items 7 and 8 were sent, Out two era required. All items 
Ust^aSSe except itL 9 are epectftcaUy ref^rrea to « page 5 of the 
901,3 Statue Report - Blase I, Final Report dated 31 August 1902. 

In addition, certain Items received In the shipment do not belong to 
the Instrument . 


1 . 1 - 5 X field of view eyepiece. 

2. 1 - 3 . 5X AO objective. 

3. X-kX | [ objective 


]*• to vt.lt your area in the Si 


| | la expecting to visit your suggested that 

expedite transfer^. Image InhanceTOnt Viewer. During 

5 .%? ^"/SstSr '3 «— * will also he given 

to you. 

5« W satisfactory termination of the con- 

tract may be brought about. 
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